
=====================================================================
Acq. Operator   : zl_1544                        Seq. Line :  90
Acq. Instrument : GC-06                           Location :   32  (B)
Injection Date  : 9/6/2019 07:41:29                    Inj :   1
                                                Inj Volume : 1 µl
Acq. Method     : D:\CHEM32\DATA\2019\20190716\354\GC-FQ.M
Last changed    : 9/5/2019 15:37:08 by zl_1544
Analysis Method : D:\CHEM32\DATA\2019\20190716\354\GC-FQ.M (Sequence Method)
Last changed    : 9/6/2019 12:29:54 by zl_1544
Method Info     : test
 
Catalog No      : CS-W011116 Batch#Lc0904043 (BY ACN) HP-5 A-CP-43
 
Additional Info : Peak(s) manually integrated
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=====================================================================
                         Area Percent Report                         
=====================================================================
 
Sorted By             :      Signal
Multiplier            :      1.0000
Dilution              :      1.0000
Do not use Multiplier & Dilution Factor with ISTDs
 
 
Signal 1: FID1 B, 
 
Peak RetTime Type  Width     Area      Height     Area  
  #   [min]        [min]   [pA*s]      [pA]         %
----|-------|----|-------|----------|----------|--------|
   1   7.217 BB    0.0344   47.56070   19.26089  0.35932
   2   7.452 BV    0.0498 1.28058e4  3720.99805 96.74744
   3   8.583 VB    0.1924  382.95859   24.11926  2.89324
 
Totals :                  1.32363e4  3764.37819
 
 
=====================================================================
                          *** End of Report ***

Data File D:\CHEM32\DATA\2019\20190716\354\LJ1909040041.D
Sample Name: LJ1909040041
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