
Temp.[℃] Solvent Conc.[g/ml] WL[nm]

Indoor
Temperature

H2O 0.005000 589

FJLOperator:

134678-17-4

20190426

CAS NO.:

Test Date:

 Analysis Item:

Insrument Code:

  Insrument:

Sample ID:

Optical Rotation (OR) 

OR-03

Shenguang WZZ-2B Auto polarimeter

CPK2019-426-13530

Checker：

Ref：-98.32°

（1g/100ml  H2O）

Arc[°] OROT[°]

-0.464 -92.8

GHJ

Method:

Result:

Specification:


